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ICAL ID: 20220722-013Sample: CA220722-023-133Whole Flower Fluid  Strain: Whole Flower Fluid  Category: Ingestible

Culture For GoodLic. # N/aSan Diego, CA 92121
Lic. # 

Batch#: Batch Size Collected: Total Batch Size: Collected: 07/28/2022; Received: 07/28/2022Completed: 07/28/2022

Moisture
NT

Water Activity
NT

Δ9-THC
6.46 mg/unit

CBD
110.22 mg/unit

Total Cannabinoids
405.08 mg/unit

Total Terpenes
0.230 mg/g

Summary SOP Used Date Tested
Batch Pass
Cannabinoids POT-PREP-004 07/25/2022 Complete
Terpenes TERP-PREP-001 07/25/2022 Complete
Residual Solvents RS-PREP-001 07/25/2022 Pass
Heavy Metals HM-PREP-001 07/25/2022 Pass
Pesticides PESTMYCO-LC-PREP-001 / 

PEST-GC-PREP-001
07/25/2022 Pass

Scan to see results

Cannabinoid Pro×le 1 Unit = bottle, 8.89 g. 
Analyte LOQ (mg/g) LOD (mg/g) % mg/g mg/unit
THCa 0.0368 0.0123 0.060 0.60 5.33
Δ9-THC 0.0368 0.0053 0.073 0.73 6.46
Δ8-THC 0.0368 0.0055 ND ND NDTHCVa 0.0368 0.0092 ND ND NDTHCV 0.0368 0.0048 ND ND NDCBDa 0.0368 0.0059 3.239 32.39 287.93CBD 0.0368 0.0050 1.240 12.40 110.22CBDVa 0.0368 0.0076 0.020 0.20 1.80CBDV 0.0368 0.0049 0.006 0.06 0.55CBNa 0.0473 0.0158 0.005 0.05 0.48

Analyte LOQ (mg/g) LOD (mg/g) % mg/g mg/unit
CBN 0.0368 0.0074 0.008 0.08 0.68CBGa 0.0534 0.0178 0.073 0.73 6.46CBG 0.0368 0.0061 0.036 0.36 3.16CBCa 0.0675 0.0225 0.148 1.48 13.15CBC 0.0444 0.0148 0.072 0.72 6.40CBCV 0.0597 0.0199 ND ND NDCBLa 0.1298 0.0433 ND ND NDCBL 0.0368 0.0071 ND ND NDCBT 0.0368 0.0070 0.014 0.14 1.23Total THC 0.13 1.25 11.13Total CBD 4.08 40.80 362.73Total 4.56 45.57 405.08

Total THC=THCa * 0.877 + d9-THC;Total CBD = CBDa * 0.877 + CBD. LOD= Limit of Detection, LOQ= Limit of Quantitation, ND= Not Detected, NR= Not Reported. Potency is reported on a dry 
weight basis. Instrumentation and analysis SOPs used: Cannabinoids:UHPLC-DAD(POT-INST-005),Moisture:Moisture Analyzer(MOISTURE-001),Water Activity:Water Activity Meter(WA-
INST-002), Foreign Material:Microscope(FOREIGN-001). Density measured at 19-24 °C, Water Activity measured at 0-90% RH. All QA submitted by the client, All CA State Compliance 
sampled using SAMPL-SOP-001. 

Terpene Pro×le
Analyte LOQ (mg/g) LOD (mg/g) % mg/g
ž-Bisabolol 0.193 0.064 0.0230 0.230
ž-Cedrene 0.151 0.032 ND ND
ž-Humulene 0.151 0.026 <LOQ <LOQ
ž-Pinene 0.151 0.022 <LOQ <LOQ
ž-Terpinene 0.163 0.054 ND ND
ž-Terpineol 0.154 0.033 ND ND
ſ-Caryophyllene 0.608 0.179 ND ND
ſ-Eudesmol 0.227 0.076 ND ND
ſ-Myrcene 0.153 0.015 <LOQ <LOQ
ſ-Pinene 0.306 0.027 ND ND
Borneol 0.154 0.024 ND ND
Camphene 0.151 0.017 ND ND
Camphor 0.306 0.055 ND ND
Caryophyllene Oxide 0.602 0.113 ND ND
Cedrol 0.207 0.069 ND ND
cis-Nerolidol 0.251 0.084 ND ND
Citronellol 0.598 0.120 ND ND

Analyte LOQ (mg/g) LOD (mg/g) % mg/g
Ɓ-3-Carene 0.306 0.024 ND ND
Ɓ-Limonene 0.449 0.150 ND ND
Eucalyptol 0.244 0.081 ND ND
Fenchol 0.152 0.024 ND ND
Fenchone 0.151 0.025 ND ND
ƀ-Terpinene 0.152 0.033 ND ND
Geraniol 0.609 0.114 ND ND
Geranyl Acetate 0.151 0.030 ND ND
Isoborneol 0.151 0.033 ND ND
Linalool 0.154 0.036 ND ND
Menthol 0.215 0.072 ND ND
(-)-Guaiol 0.154 0.029 <LOQ <LOQ
Pulegone 0.169 0.056 ND ND
p-Cymene 0.175 0.058 ND ND
Terpinolene 0.154 0.013 ND ND
trans-Nerolidol 0.222 0.074 ND ND
Total 0.0230 0.230

NR= Not Reported (no analysis was performed), ND= Not Detected (the concentration is less then the Limit of Detection (LOD)). Analytical instrumentation used: HS-GC-MS; samples analyzed 
according to SOP TERP-INST-003.
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Residual Solvent Analysis
Category 1 LOQ LOD Limit Status

µg/g µg/g µg/g µg/g1,2-Dichloro-Ethane ND 0.31 0.1032 1 PassBenzene ND 0.088 0.023 1 PassChloroform ND 0.174 0.058 1 PassEthylene Oxide ND 0.757 0.252 1 PassMethylene-Chloride ND 0.729 0.148 1 PassTrichloroethene ND 0.19 0.063 1 Pass

Category 2 LOQ LOD Limit Status
µg/g µg/g µg/g µg/gAcetone ND 51.246 2.572 5000 PassAcetonitrile ND 0.798 0.266 410 PassButane ND 4.849 1.114 5000 PassEthanol ND 40.542 13.513 5000 PassEthyl-Acetate ND 2.288 0.436 5000 PassEthyl-Ether ND 2.869 0.593 5000 PassHeptane ND 6.548 2.183 5000 Pass

Category 2 LOQ LOD Limit Status
µg/g µg/g µg/g µg/gn-Hexane ND 0.931 0.31 290 PassIsopropanol ND 5.037 1.679 5000 PassMethanol ND 4.665 1.555 3000 PassPentane ND 17.255 5.752 5000 PassPropane ND 26.11 8.703 5000 PassToluene ND 0.864 0.136 890 PassXylenes ND 0.857 0.241 2170 Pass

NR= Not Reported (no analysis was performed), ND= Not Detected (the concentration is less then the Limit of Detection (LOD)). Analytical instrumentation used: HS-GC-MS; samples analyzed 
according to SOP RS-INST-003.

Heavy Metal Screening
LOQ LOD Limit Status

µg/g µg/g µg/g µg/g
Arsenic ND 0.009 0.003 1.5 Pass
Cadmium ND 0.002 0.001 0.5 Pass
Lead <LOQ 0.004 0.001 0.5 Pass
Mercury ND 0.014 0.005 3 Pass

NR= Not Reported (no analysis was performed), ND= Not Detected (the concentration is less then the Limit of Detection (LOD)). Analytical instrumentation used: ICP-MS; samples analyzed 
according to SOP HM-INST-003.

Microbiological Screening
Limit Result Status

ND=Not Detected. Analytical instrumentation used:qPCR; samples analyzed according to SOP MICRO-INST-001.
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Chemical Residue Screening
Category 1 LOQ LOD Status

µg/g µg/g µg/gAldicarb NR 0.030 0.009 NTCarbofuran NR 0.030 0.002 NTChlordane ND 0.075 0.025 PassChlorfenapyr ND 0.075 0.025 PassChlorpyrifos NR 0.030 0.008 NTCoumaphos NR 0.030 0.005 NTDaminozide NR 0.033 0.011 NTDichlorvos NR 0.030 0.007 NTDimethoate NR 0.030 0.007 NTEthoprophos NR 0.030 0.004 NTEtofenprox NR 0.030 0.006 NTFenoxycarb NR 0.030 0.006 NTFipronil NR 0.030 0.008 NTImazalil NR 0.030 0.009 NTMethiocarb NR 0.030 0.005 NTMevinphos NR 0.032 0.011 NTPaclobutrazol NR 0.030 0.006 NTParathion Methyl ND 0.024 0.008 PassPropoxur NR 0.030 0.005 NTSpiroxamine NR 0.030 0.003 NTThiacloprid NR 0.030 0.002 NT

Category 2 LOQ LOD Limit Status
µg/g µg/g µg/g µg/gAbamectin NR 0.039 0.013 0.3 NTAcephate NR 0.063 0.021 5 NTAcequinocyl NR 0.035 0.011 4 NTAcetamiprid NR 0.030 0.006 5 NTAzoxystrobin NR 0.030 0.003 40 NTBifenazate NR 0.030 0.005 5 NTBifenthrin NR 0.030 0.006 0.5 NTBoscalid NR 0.030 0.007 10 NTCaptan ND 0.358 0.120 5 PassCarbaryl NR 0.030 0.004 0.5 NTChlorantraniliprole NR 0.030 0.006 40 NTClofentezine NR 0.030 0.005 0.5 NTCyØuthrin ND 0.056 0.019 1 PassCypermethrin ND 0.044 0.015 1 PassDiazinon NR 0.030 0.009 0.2 NTDimethomorph NR 0.030 0.009 20 NTEtoxazole NR 0.030 0.003 1.5 NTFenhexamid NR 0.030 0.008 10 NTFenpyroximate NR 0.030 0.005 2 NTFlonicamid NR 0.046 0.015 2 NTFludioxonil NR 0.048 0.016 30 NTHexythiazox NR 0.031 0.010 2 NTImidacloprid NR 0.030 0.009 3 NT

Category 2 LOQ LOD Limit Status
µg/g µg/g µg/g µg/gKresoxim Methyl NR 0.030 0.007 1 NTMalathion NR 0.030 0.005 5 NTMetalaxyl NR 0.030 0.003 15 NTMethomyl NR 0.030 0.006 0.1 NTMyclobutanil NR 0.030 0.007 9 NTNaled ND 0.030 0.005 0.5 PassOxamyl NR 0.030 0.009 0.3 NTPentachloronitrobenzene ND 0.054 0.018 0.2 PassPermethrin NR 0.030 0.002 20 NTPhosmet NR 0.030 0.005 0.2 NTPiperonyl Butoxide NR 0.030 0.006 8 NTPrallethrin NR 0.055 0.018 0.4 NTPropiconazole NR 0.037 0.012 20 NTPyrethrins NR 0.030 0.002 1 NTPyridaben NR 0.030 0.005 3 NTSpinetoram NR 0.030 0.003 3 NTSpinosad NR 0.030 0.003 3 NTSpiromesifen NR 0.030 0.005 12 NTSpirotetramat NR 0.030 0.006 13 NTTebuconazole NR 0.030 0.009 2 NTThiamethoxam NR 0.030 0.006 4.5 NTTriØoxystrobin NR 0.030 0.002 30 NT

Mycotoxins LOQ LOD Limit Status

Other Analyte(s): 
NR= Not Reported (no analysis was performed), ND= Not Detected (the concentration is less then the Limit of Detection (LOD)). Analytical instrumentation used: LC-MS-MS & GC-MS-MS; 
samples analyzed according to SOPs PESTMYCO-LC-INST-004 and PEST-GC-INST-003.
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